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PREFACE 

The ability of two dissimilar metals to produce an 

electric current when there is a temperature differential 

existing between the two junctions has long been known. 

Various experiments have been performed to measure the elec

tromotive force produced with different metals at different 

temperature differentials, but the results as reported by 

different experimenters have varied appreciably. One source 

of error is quite likely in the instrumentation techniques 

used by the various experimenters. 

The objective of this thesis is to present the reader 

with optional methods of measurements on thermocouples and 

to list the advantages,· disadvantages and errors to be ex

pected with each method. A .method of measuring high-imped-

ance thermocouples is proposed in which vacuum tubes are 

used. Circuit design procedures are also outlined. The 

author hopes that the instrumentation procedures outlined 

in this thesis will assist experimenters in ma~ing accurate 

and reproducible measurements on thermocouples. 
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CHAPTER I 

INTRODUCTION 

The problem of obtaining electrical power to satisfy 

the needs of many of the complex machines (such as missiles 

or rockets) now being pro,duced with their varied require

ments has caused research and engineering staffs to turn 

from conventional power sources to those types which might 

be termed unconventional. Some of the properties these 

unconventional power supplies should have are (l} rugged

ness, the ability to stand extreme shock without dam.age; 

(2) simplicity and a minimum of moving parts; (3) reliabil

ity, i.e., the ability to produce power instantly when 

needed, regardless of the length of time from fabrication 

to use; (4) noiselessness, i.e., very little audible noise, 

and no radio frequency noise. It would also be very desir

able if waste or by-product energy could be utilized in 

producing electrical power. A device which could convert 

heat or light directly to electrical energy with a very 

high efficiency would be an ideal solution to the problem. 

Thermoelectric generators, or thermopiles, apparently 

fulfill all of the above requirements with the present 

exception of high efficiency. Relatively little serious 

work has been done on thermocouples as power sources since 

1890, although thermocouples as temperature measuring devices 

have reached a high degree of development. Since thermo

electric generators have the ability to utilize heat from 

1 
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such sources as waste factory heat, heat from the sun, and 

jet aircraft or rocket exhausts, they could convert energy 

which is now lost to usable electric power at low costo In 

many applications, it is desirable to have sources of power 

available which may lie dormant for long periods of time, 

and then with little or no preparation must be instantly 

available fer use. The inherent nature ef a thermocouple 

meets this requirement very well, especially in applications 

such as .missiles which require an inexpensive, rugged, and 

dependable source of power and are light weight. The 

missiles have waste heat available to provide the source 

of energy for the generator~ 

Although more promising efficiencies have been obtained 

1 from other phenomena, such as the photovoltaic effects, 

it is believed that a direct-conversien device utilized in 

converting directly from heat to electric power will have 

a greater number of applications. There are several phenom

ena which convert heat energy t© electrical energyo These 

have been observed by various scientists through the ages. 

One of these is the pyroelectric effect. The pyroelectric 

effect showed promise and was investigated in some detail, 

but the extremely high internal resistivitr in relation to 

the internal electromotive force ruled out its use as a 

power source. 

1 D. M. Chapin and D. Eo Thomas;·· ''Solar Battery Powers 
Transmitter," Radio-Electronics, p. 76 
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It is the object of this thesis to review and develop 

various instrumentation techniques to be used in making 

performance measurements on both low and high impedanc~ 

thermocouples. Most p~actical applications of electrical 

power sources require a low internal impedance, but since 

the advent of low current loads such as transistors it is 

conceivable that higher impedance thermocouples, made from 

oxides or allied materials, may have greater application in 

the future. Oxide ther:mocouples do have one advantage over 

metal types in that) in general, oxides can be selected 

which will produce a much higher electromotive force than 

the best known metal types. 

In order to evaluate thermocouple materials, with their 

potentialities as practical power sources in mind, it is 

necessary to be able to measure electromotive force, power, 

and efficiency. This thesis will discuss various techniques 

of measurement and will offer comments on the accuracy to 

be expected when applied to different types of sample 

materials. Methods of thermocouple and furnace construction 

will also be discussed. It is hoped that use of the instru

mentation techniques outlined in this thesis will lead to a 

more direct route to the solution of the problem of develop

ing a practical thermoelectric generator. 



The Seebeck Effect 

CRAFTER II 

BACKGROUND THEORY 

In the year 1826, Seebeck1 discovered that when two 

dissimilar metals were joined and a temperature differential 

established between the two junctiens, a current would flow 

in the circuit. As a result of his experiments, Seebeck was 

able to arrange thirty-five metals in an order such that if 

the hot junction of a thermocouple was made of two of the 

metals, current would flow from the one of higher order to 

that of lower order. The list accrunulated by Seebeck in 

descending order is Bi, Ni, Co, Pd, Pt, u, Cu, Mn, Ti, Hg, 

Pb, Sn, Cr, Mo, Rh, Ir, Au, Ag, Zn, W, Cd, Fe, As, Sb, Te 

and several conm1ercial metals which were available at that 

time. !he order of metals as observed by Seebeck does not 

coincide in all cases with observations made by other scien-

tists. This is to be expected when it is realized that the 

samples were undoubtedly not of the same degree cf purity, 

and in many eases with unequal temperature differentials or 

unequal cold-junction temperatures. 

The Peltier Effect 

Peltier,2 in the year 1834, discovered a complementary 

phenomenon to Seebeck's, that when a current is forced 

1 T. J. Seebeck, Phogg. Ann., Bdo VIP (1826). 

2 A. Peltier, Ann.d. Chim.et de Phys. 2 series, 56, 
( 1834). 
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through a circuit composed of two dissimilar .metals, one 

of the junctions tends to become colder, while the other 

becomes warmer. The amount of heat released or absorbed 

will depend 0n the metals used, the current flowing across 

the boundary (i.~., the charge), and upon the absolute 

temperature of each of the junctions. The Peltier effect 

is a reversible effect; i.~., if the two junctions are at 

5 

a dissimilar temperature, current will tend to flew in the 

circuit and heat will be absorbed at the junction with the 

higher temperature while heat will be released at the jt.mc

tion with the lov~er temperature. The amount of current 

flowing will be proportional to the difference of temperature 

between the two junctions and to the absolute temperature of 

each junction. The Peltier heat must be carefully different

iated from the loule heat in the circuit which is an irre

versable process and eontributes heat to both junctions. 

The Peltier effect, if used in a forward sense, may be used 

as a source of power, or inversely may be used for refriger

ation or heating applieations. 

The Thomson Effect 

Sir William Thomson (later Lord Kelvin), reported in 

1857 to the Hoyal Society of Edinburg on a finding in thermo

electricity which has been called the Thomson effect. Thom

son, in attempting to verify Peltier's discovery, noted that 

more heat was absorbed at the hot junction than was expelled 

at the cold junction. In accounting for the losses in tb.e 

circuit, Thomson theorized that there must be another 
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reversible effect taking place. As the Peltier effect 

occurred at the boundaries of the two conductors, Thomson 

proposed that the reversible thermoelectric effect must 

take place in the individual conductors, and must be due to 

the finite temperature differential along the length of eaeh 

homogeneous conductor.3 The specific heats of electricity 

in the different metals were designated a-; , Oz , a; , etc., 

and as the electro.motive force is dependent upon the temper

ature differentials through the conductor, the following 

equation for the electromotive force in a conductor with its 
\ 

extremes at different temperatures was evolved. 

r-jf Jt. <11 
7; 

Referring to Figure 1, both the Peltier and Thomson 

effects .may be shown to contribute to the total electro-

motive force in the circuit. 

Figure 1. The Thomson and Peltier Effects in 
Relation to the Closed Circuit 
Electromotive Force. 

, ________ , __ _ 
3 Sir W.:i lliam '.r1homson, "'On the Dynamical Theory of 

Heat," Transactions of the Royal Society of Edinberg 21, 
(1857), p. 133. 
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As applied in Figure 1,- 7T is the Peltier electro.motive 

force and er , the Thomson coefficient, is the specific 

heat of eleetrieity. 

JTz. lr, ]T, ] C =- TT + qj_ dt. -t TT + C!A dt 
Ir IIAB t If BA T 

Fr = TT,B r : ~AT r f °" i av T~t 

( 2) 

( 3) 

Therefore, the total electromotive force is the algebraic 

sum of all circuit forces, which may not all be of the same 

sign. To illastrate an example of the effect of inserting 

a third conductor and three temperature differentials i~ 

the circuit, reference is made to Figure 2. 

L __ _j 

Figure 2. The Effect of 3 Conductors and 3 
Temperature Diff'erentialso 

The total electromotive force in the cirotl.i t of Figure 

2 is given in equation (4). 

( 4) 



Contact Potential 

Contact potential, often referred to as the Volta 

effect,4 is due to the difference in work functions of two 

conductors joined at only one point. The work function of 

a metal is defined as the cohesive force the conductor 

8 

exerts on an electron to prevent its crossing the boundary 

of the conductor. Referring to Figure 3, the contact poten

tial will be equal to the voltage from point C to point F 

which is called VcF· 

Figure 3. A Circuit to Show that Contact Potential 
Exists Between two Dissimilar Metals in 
Contact at One Point. 

If current is flowing, there will be a Peltier difference 

of potential between points A and B which is designated as 

VAB• Proceeding around the circuit along the path CB.AFEDC, 

the total eleetromotive force in the circuit may be deter-

mined as 

\fp - ~+ 
(/)A ± Tf;iB ':, OJ e ( 5) 

or VcF - ©a - (/)A. + TTA B • - e ( 6 ) 

4 Norm.an E. Gilbert, Electricity and Magnetism, p. 507. 
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If the Peltier electromotive force is relatively small (the 

usual case), the contact potential is 

I \Ii = @. - (/)8 
CF c; ( 7 ) 

where e is the charge on the electron, and (/)A and r/)8 are 

the work functions of the conductors used. It may be seen 

by a similar analysis that if a closed loop is made of the 

two conductors as shown in Figure 4, the resultant electro-

motive force of the circuit is zero if both junctions are at 

the same temperature. 

Figure 4. The Effect on Contact Potential When 
the Circuit has a Closed Loop. 

Starting at point A, the electromotive force arounl the 

closed loop is 

If 'ffA 8 -= !Toe. , which would be true if the temperature 

is uniform, and r/JA = (/Je , also rp6-== {/JD, which is true due to 

the same conductor boundary at A and C, and at Band D, the 

total electromotive force of the loop is given by equation 

( 10) 0 

~B + Voe = Q ( g) ' 
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Therefore, 

(10) 

The work function of a conductor has been shown to vary 

with temperature,5 although this variation is of a very 

small magnitnde. To determine the variation of work func-

tion, the following equation may be used 

(11) 

where W is the worlc function in ergs, Wa is the work an 

electron must do against electrical and other forces while 

it escapes from the surface~ and Wi appears as an integra-

tion in equations dealing with the Fermi distribution .. 

may be approximated very closely by the formula, 

W• 1 

\I.·_ k .~ f.K_)L3nv 2 J~ _ 1lrnTTk2 J[3nv'_J~ Tz (l 2 ) 
l - uh ,zm [4TrG [/Zh 2 l4TT6 

where k is Boltzman's constant, his Planck's constant~ m 

is the mass of the electron, n is the number of electrons per 

centimeter squared, V' is the number of free electrons per 

atom, us~ally assumed to be equal to the number of electrons 

in the outermost shell, and G is the statistical weight 

equal to 2 for electrons .. To convert the work function, W0 

from ergs to electron volts, equation (13) may be used .. 

5 J .. A,, Becker, "The Thermionic Work Function and the 
Slope Intercept of Richardson Plots," Fhysieal Review, Vol. 
45, p. 696. 
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(13) 

It may be seen from equations (12) and (13) that the work 

function varies a relatively small amount with temperatureo 

It has been shown to be in the order ~f 10-6 volts per de

gree at l000°K. 6 

Due to the relatively small variation of eontact poten

tial with the change in temperature, it is usually not con

sidered in the study of thermocouples. However, when vacuum 

tubes are employed in instrumentation wit~ very high resist-

anaes in the grid circuit, care must be exercised to avoid 

errors in instrument readings. 

General 

On examination of the Peltier and Thomson effects and 

contact potential, it may be shown by using an example that 

the Seebeck effect is actually the algebraic sum of all the 

potentials in the circtlit. Referring to Figure 5, and 

writing the voltage equatioh around the entire loop 9 it will 

be found that the voltage discovered by Seebeck is 

(14) 

Co~sidering that temperature has little effect on con

tact potential,7 equation (14) may be rewritten as follows: 

6 Ibid. 

7 Ibid. 
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Figure 5. A Circuit to Show that the Seebeck Effect 
is Actually the Combination of the Thomson 
and Peltier Effects. 

emf= ] Ti 173 Jl· ' J"Tj l~r, rr -t- fli. i -r n + Qi dt ., 
I 1AB . r. t BA t 

I 7; 
(15) 

emf = TT'p,5 r + TTsA ]" + f!°" i07;) d.t • (16) 

The effect as noted by Seebeck would then be the elec

tromotive force of equation (16). 

Laws Relating to Thermocouples 

12 

1. A current may not be drawn from a single homogeneous 

conductor even though there are temperature differentials 

along it's length. In order to prove this law, refer t0 

Figure ®o On writin.g the voltage equation around the homo-

geneous conductor A, there are no boundaries between dis

similar metals, therefore the only electromotive force in 

the circuit will be due to the Thomson effect. Starting at 

point Band continuing aroun~ the circuit the electromotive 

force is given by equation (17). 

(17) 



,--1 
I 
J 13 

lie L 

A, 
r---1 

I 
A ! 

I 
I T, I 
J__ __ _J 

Figure 6. A Circuit Demonstrating that the Total 
Electromotive Force is Zero in a Single 
Homogeneous Conductor with Temperature 
Differentials. 
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When a homogeneous conductor is used, the Thomson co-

efficients, <IA, , and C7Az , are eqt1al and the electromotive 

force as expressed in equation (18) will be equal to zero. 

emf= J'J,y OA.J_ di; ~ f?- dt = 0 . 
7; 

2. A third conductor may be inserted in one of the 

(18) 

thermocouple elements without affecting the electromotive 

force of the thermocouple, provided both junctions of the 

third conductor are at the same temperature. Figure? will 

be used in proving that this is true. 

A 

,----1 
I ~ I 

I c I 
L- _______ I 

,---1 
I 
I 
I 

I Tt. I 
1--~-J 

Figure 7. A Third Conductor at Constant Temperature 
May be Inserted and not Effect the Electro
motive Force of the Thermocouple. 
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(19) 

. ]~ 1." JT, i?i emf= TTaA + !!/- dt .,. ?is + °l dt' 
T2, 7i 

(20) 

emf= {faA ]\ TTA.J\ f 'i;a;(J dt. (21) 

Equ,,:1.tion (21) shows that conductor C does not contribute 

an electromotive force to the closed loop& If, however, the 

two junctions of conductors Band Chad been at different 

temperatures, equ.a tion (19) shovvs that the electromotive force 

would have been changed. 

3. If a multiple-junction thermocouple (a thermopile) 

is connected such that the junctions are in series~ the 

total electromotive force will be the algebraic sum of the 

individual thermocouple electromotive forces. ,---1 
I B I 

I 
I D 

I 
I I 
L_ _____ J 

F 

G 

H 

I 

r-------, 
I A I 
I I 

C. 

I 
I 

I t I 
L ____ J 

Figure 8. A Series Thermopile. 

The total electromotive force of the circuit in Figure 

8, starting at A and continuing around the circuit back to 

A, is given in equations (22) and (23)~ 
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(22) 

(23) 

The Thermoelectric Diagram 

It has been found experimentally that an empirieal 

equations ean be written to express the electromotive force 

of any thermocouple within a limited range of temperatures. 

The equation takes the form 

(24) 

By differentiating equation (24) with respect to the 

temperature, £f is obtained 9 which is defined as the thermo

electric power of a thermocouple and has the unit of volts 

per degreeo 

# = a.+ ht + C te.. (25) 

Evaluating a, b, and e in equation (25) makes it possible to 

draw a plot of the thermoelectric power of a thermoeoupleo 

When the thermopower of a metal is plotted and compared with 

that of a standard metal, a useful thermoelectric diagram 

is obtained. There are two standard metals that are commonly 

used as references: lead, which has a Thomson coefficient 

8 Gaylord P. Harnwell, frineiples of Electricity and 
Electromagnetism, p. 186. 
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of zero, and platinum. with its ability to withstand high 

temperatures and corrosive effects. Figure 9 is a thermo

electric diagram showi.ng the thermoelectric power9 of two 

metals comm.only used-in temperature measuring thermocouples. 

In order to plot the thermoelectric diagram in Figure 9. 

Table dE. II was prepared which shows the valt1es of d-t at 

several values of temperature within the range of a and b. 

" f 40 
t' 
~ 

\,.. 2. 
~ 13 ~ 

C 

Ill 0 
~ 

'° :::,.. ,.,,. 
/()O /50 20C Zf.0 300 

Temperature in degrees Ceri+igri=adfTi-
0 
~ -20 ·- I ~ 

~~-40 A 
coNSiANrAN D 

-loO 

Figure 9. A Thermoelectric Diagram for Copper 
and Constantan. 

Using Figure 9, it is possible to predict the electro-

motive f0rce to be expected when a thermocouple of copper 

and constantan is used within the temperature range covered 

in Figure 9. The electromotive force of the thermocouple 

will be 

ef = 1,.~..,_Jt + f'd§r·" dt 
,; r, 

• (27) 

From Figure 9, the integral of curve BC is actually the 

9 Thermoelectric power by common usage refers to the 
differential of electromotive force to the differential of 
temperature. 



Metal 

Cu-Ni 

Cu 
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TABLE I 

The Constants of Copper, and Oonstantan10 

Reference Metal Temperature Range a b 
degrees centigrade microvolts 

Pt Oto 300 

Pt Oto 900 

d~R - a+ bt (10- 2 )+ct 2 (10-5 )11 
dt 

TABLE II 

Power at Various 

3€L87 4.712 

3.13 2.460 

Temperatures for The Thermoelectrlg 
Copper and Constantan 

Temp era t ure Metal Reference Metal dE 
degrees C dt 

0 Copper Platinum 3.130 

50 Copper Platinum 4o36 

100 Copper Platinum 5ft59 

150 Copper Platinum 5 .. 82 

200 Copper Platinum 8.05 

250 Copper Platinum 9 .. 28 

300 Copper Platinum 10 .. 51 

0 Constantan Platinum -3608'7 

50 Constant an Platinum -34 .. 51 

100 Constantan Platinum -32 .. 17 

150 Constantan Platinum -29.8 

200 Constant an Platinum -27.44 

250 Constantan Platinum -22 .. ?5 

10 International Critical Tables, VI, p. 219. 

11 Ibid. 

12 Ibid. 



area under the curve; therefore the area under curves BC 

and AD can be computed mechanically to obtain ·the electro

motive force of the thermocouple. 

(28) 
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CHAPTER III 

METAL THERMOCOUPLE MEASUREMENTS 

Construction of Thermopiles for Measurements 

The main consideration to be observed in constructing 

a thermocouple or a multiple-junction thermopile, upon which 

laboratory measurements are to be taken, is to use techniques 

which will give reproducible results. The output of a thermo

pile may be influenced by several factors, notably the pre

vious history of the metal and the amount of impurity at 

the junction as well as throughout the metal. It is import

ant that oxidation and other chemical reactions at the 

junction be kept to a minimum. 

There are three commonly used methods of joining con

ductors to form a thermocouple: (1) use of a carbon arcl to 

weld the ends, (2) use of an oxygen-hydrogen toreh~2 (3) 

use of a conducting bath covered with a substance such as 

oil which isolates the junction from oxygen while the weld

ing operation is taking place. Figure 10 shows typical ele

ments used in method 3. 

Thermocouples, when constructed for power and efficiency 

measurements, could conveniently consist of multiple-unit 

"piles," called thermo piles. When measuring efficiency, it 

1 Paul Ho Dike, Thermoelectric Thermometry, Po 20. 

2 Ibid. 
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THERMOCOUPLEi ~ 
__.._... ...--------1 I i r-i----,-,----.,. I 

IZ.O VOLr-.S 
OIL SEAL 

MERCURY BATH 

Figure 10. A Method of Welding Small Conductor 
Thermocouples. 

is necessary to have the heat loss from the furnace low 

enough in relation to the heat absorbed in producing power 

20 

that an accurate comJiarison can be made. Therefore, thermo= 

piles will give a more accurate indication of the efficiency 

than will a single junction thermocouple. 

Construction of a !urnace for the Thermopile 

In constructing a furna.ce for the thermopile~ the fol-

lowing items should be considered. The heat loss of the 

~urnace should be as low as possible. This dictates the use 

of the best thermal insulation available. Geometrical de-

sign of the furnace is very :i.mportant also, as it is very 

desirable that the elements all be at the same temperature 

regardless of the power drawn through the individual thermo

couples. The distance from the hot to the cold junction 

should be as short as possible in order to keep the resis

tance of the thermopile as low as possible. The design 

proposed in Figure 11 seems to fulfill the requirements 

satisfactorilyo The insulation used might be a commercial 



product, such as Kast-0-Lite, 3 which may quite readily be 

cast around the thermopile as indicated in Figure 11. 

Thermocouples 

Cold Juncfion ~Hea+er rod 

Top view 

Kast- 0-Ltfe in5u/a+ion 

Side view 

Figure 11. Construction of a Thermopile for 
Measurement Purposes o 
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The temperature measuring devices should be installed 

within the walls of the furnace, if a cast type furnace is 

to be used. 

Temperature Measuring Devices 

.Of the temperature measuring 1de'V"iqea available, temper

ature measuring therm.ocog.ples are probably the most convenient 

to use. A series arrangement of thermocouples used in con

junction with a calibrated temperature measuring potentt-· 

omete·r4 will read the average temperature of all the 

3 Manufactured by the A. P. Green Firebrick Company; 
Mexico, Missouri. 

4 A typical calibrated temperature measuring thermo
couple potentiometer is the G. E. TJ-1-BB. 



thermocouples used. When it is desired to determine the 

temperature at different locations throughout the furnace, 

individual thermocouples can be imbedded in the furnace and 

leads brought out to a multi-junction switch5 before con-

necting to the potentiometero Switches, when used with 

thermocouple temperature measuring devicesp should be con-
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structed such that error will not be introduced due to added 

junctions at the switch contacts. 6 Thermocouples used for 

temperature measurements should have the cold junction temp

erature held constant; otherwise errors will be introduced. 

Placing the cold junctions in ice water is recommended 9 for 

if the cold junction is maintained at room temperature, 

changes in the ambient room temperature will introduce errorso 

The potentiometers used in conjunction with the thermocuples 

should also be thermally compensated so that error will not 

be introduced due to temperature differentials within the 

potentiometer. 

Measuring the Electromotive Force of~ Thermopile 

In measuring the electromotive force of a thermopile 9 

current can not be allowed to flow if a true reading of the 

internal emf is to be obtained. A balancing type instrument 

is required, with a source of potential that is equal to the 

electromotive force of the thermopile. An instrument such 

5 General Electric transfer switch 2855639 GRl is an 
example of a compensated multicontact switch. 

6 Ibid. 
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as the potentiometer is ideal for balancing purposes vvhen 

used in conjunction with a sensitive low-resifitance galva-

nometer as a balance indicator. The potentiometer is an 

instrument containing a source of potential, across which 

a calibrated tapped resistor is insertedo Figure 12 shows 

a circuit diagram of the Leeds and Northrup type K-1 poten-

tiometer. 

t 

Standard 
Cell 

Figure 12. 

Medium IFnne 
+ 

The Leeds and Northrup Type K-1 
Potentiometer.7 

7 Forest K. Harris, Electrical Measurements~ Po 151. 
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The Leeds and Northrup type K-1 potentiometer is cali

brated in the following way. (1) The transfer switch is 

thrown so that the standard cell is in the circuit. (2) The 

dial setting of R1 is set to correspond to the electromotive 

force of the standard battery. (3) The coarse, mediump and 

fine calibration controls are adjusted until a zero reading 

on the sensing galvanometer is read., The accuracy of cali

bration will then depend on the standard batteryp the poten

tiometer dialp and the resistance and sensitivity of the 

galvanometer ... 

The accuracy with which the electromotive force of a 

thermocouple can be read will depend on the resistance of 

the galvanometer and the accuracy of the potentiometer., If 

the resistance of the unknown circuit is 1000 ohms or less~ 

a galvanometer with a sensitivity of the order of 5 x 10-8 

ampere per millimeter and a resistance of 15 ohms can be 

used in conjuncti~n with a potentiometer which will read 

down to 0.5 x 10-6 volts~ in which case the electromotive 

force may be balanced to within ± 0.5 x 10-6 volts. When 

the resistance of the thermopile becomes greater than about 

l0p000 ohms, it is possible to balance to within about 5 x 

10-6 volts when using the same galvanometere With the 
'• 

addition of a more sensi·bive balancing galvanometer» one 

whose sensitivity is 10-lO amperes per millimeter for examplep 

it would be possible to balance a circuit having up to 10 

megohms within ! 1 x 10-6 volts. Therefore 9 when the re

sistance of the thermopile is higher, a more sensitive 
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balancing galvanometer-is required. 

Another possible source of measurement error is due to 

thermoelectric emfs set up internally within the potenti

ometer instrument. Several potentiometers have been devel

oped in which the internal thermoelectric forces are mini

mizedo Some methods used to reduce the thermoelectric 

forces are to enclose the potentiometer in a qast case to 

reduce temperature differentials, to use metals having very 

low contact and thermoelectric potentials 9 and to make low 

resistance connections such that little heat will be dis

sipated due to the Joule heating effecto The Leeds and 

Northrup 11Wenner 11 potentiometer is an example of a specially 

constructed thermocouple potentiometero 

Efficiency and Power Measurements of Metal Thermocouples 

Since the terms efficiency and power in the thermocouple 

literature have been used rather loosely, they should be more 

completely definedo Efficiency can mean the efficiency of 

the thermocouple itself considering only the thermal effic~ 

iency of the thermocouple~ or the overall efficiency of the 

system of which the thermocouple plays a parto EfficiencyD 

when considering only the thermocouple~ will be designated 

thermocouple efficiency, and when the system as a whole is 

considered it will be called thermopile efficiencyo 

The term thermopower has been used profusely in liter

ature to identify the derivative of the emf produced by a 

thermocouple with respect to the temperatureo However, in 
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the follmving discussion the emf of the thermocouple will 

be referred to simply as emf, and the term power will mean 

electrical power in wattso 

for 
adjtu;fment 

Battery 
Thermoe,ouple 

To Potentiotmeter 

' 
Figure 13. Efficiency and Power Measuring Circuit used 

at the Franklin Institute.a 

One method of measuring the efficiency and power of a 

thermocouple is illustrated in Figure 130 The method in 

Figure 13 makes use of Joule heating at the junction as a 

source of heato Incorporated in the input circuitp a volt-

meter and ammeter, or a wattmeter may be used .ta measure 

input power. For output power and efficiency measurements, 

the voltage could be measured by using a potentiometer and 

the current could be computed provided the load resistance is 

known. From Figure 13 it may be seen that the thermocouple 

8 The Franklin Institute, Chemical Engineering and 
Physics Division, 11Progress Report No. lv" May 10 9 1947 to 
August 31, 1947, Contract Noo W-36-039-sc-33654~ Evans 
Signal Laboratory, Signal Corps, U. s. Armyo 
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power could then be calculated as 

· nO'·'r:R. our = r X T - £:QAo r, ",_ cLoAD -4.oAD - R 
t.OAO " 

( 1) 

The efficiency of the thermocouple would then bev 

% ErFic1ENcY = PowER. OUT X / QQ 
Powell. 1N • ( 2) 

When calculating the power in, the Joule heat (I2R) 

produced in the leads to the thermocouple need not be taken 

into consideration if the instruments are connected close 

to the thermococrpleo The measurements will be more accurate 

when shorter leads are usedo The overall efficiency of a 

generator will depend upon the load resistance; therefore 9 

several loads should be used so that a curve of load versus 

efficiency dan be plotted to determine maximum efficiency 

at each temperature. The temperature of the junction can be 

varied by increasing or decreasing the current flow through 

The internal resistance of the generator will change 

with each t~perature; therefore, the maximum efficiency 

will not be found at the same resistance value for different 

temperatures. When it is desired to ascertain the value of 

thermocouple resistance, it may be determined by measuring 

the open-circuit potential which will be·identical .to the 

internal electromotive force developed, and then measuring the 
I . . 

voltage and current under load. Equation (3) will be used in 

determining the thermocouple resistance. 



28 

RrliERMocouPt..E = emf - ELoAD 
LoAD · • ( 3) 

For maximum electrical power output, the load resistance 

should equal the thermocouple resistance .. 

Figure 14 shows a second type of power and efficiency 

measuring circuit. The construction of the furnace is the 

type shown in Figure 11. 

,--A, 
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,__ _____ _J LCol~ --1 

Figure 14. Thermopile Circuit for Power and 
Efficiency Measurements 

When the overall efficiency of the system is desired, 

the measurements should include the power input to the heat·~ 

er and the power output to the various loadso The true 

thermopile efficiency and power may be obtained by measuring 

the power input necessary to obtain an equilibrium temperature 

in the heating box with the thermopile at open circuit, and 

then the power necessary to maintain the same temperature 



with the thermopile under load. The power necessary to 

supply the equivalent heat energy for the thermopile would 

then be the difference between the power input when the 

thermopile is loaded and the power input when the thermo

pile is under open-circuit conditionso Equations (l)i (~}, 

and (3) are equally applicable to this measuring procedureo 
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OXIDE THERMOCOTJPL:E MEASUREMENTS 

Furnace Configurations to Reduce Resistance 

Measurements on oJ!:ide thermocouples, due to several 

inherent qualities of oxides, are very difficult. The prop-

erties causing the most serious difficulties in measuring 

the electromotive force of oxides are the resistivity of 

the oxides, the physical stability of the materials, and the 

physical binding of the materials. High resistance of the 

oxides makes the .measurement of the thermoelectric force 

difficult and inaccurate 'Nhen using a potentiometer and 

balancing galvanometer. 1 Vvben measurements are attempted 

using conventional electrorneters or vacuum-tube electro-

meters, leakage paths may make measure.ments iwa.ccurate. To 

show the resistance of lead oxide at various temperatures, 

Table III bas been prepared showing the resistance of a 

sample of lead oxide one centimeter long with a cross-section-

al area of 0.126 square centimeterso This size was chosen 
11>") 

as it corresponds to the size used by Bidwell'.:., who has 

measured the thermal electromotive force of several oxides. 

An oxide, when heated to a high temperature may change in 

chemical composition such that the o:x:ide, after one test, 

1 See page 23. 

2 Charles Q. Bidwell, mrhermal JBlectromotive Forces 
in Oxides,'' ?hysical Review, V. III, p¥ 2040 
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TABLE J:II 

Resistance vs Te~perature of Lead Oxide Samples of the Size 
Used by Bidwell. 

Oxide Temperature A n Resistance 
degrees ohms 
centigrade 

PbO 384 2o59 7 821.03xl06 

PbO 572 2.6'7 5 8.46xl0° 

PbO 78'7 1.22 3 .03867xl06 

may not have the same eh emic al composition during subsequent 

tests. The physical make-up of oxides, which normally are 

iri the form of a powder, requires that they be bound in some 

manner for testing pcrrposes. The form of binding used by 

Bidwell and other authors has been to fuse the sample in an 

oxygen-hydrogen flame, or to bake the sample, which contains 

some binding material, in an oven. During the fusing or bak

ing process the oxide may change in chemical composition due 

to the effect of the heat applied. If other methods are used, 

such as packing the sample in a tubei the resistance of 

different samples may not be the same, and in all probability 

the electromotive force developed will be different for each 

sample unless they are packed with a uniform pressure. It 

has been shown that the electromotive force of .materials will 

3 Computed from constants given in the International 
Critical Tables, p. 153. 



change appreciably under the influence of tension or com

pression within a sample. 4 

There seems to be a definite correlation between the 

resistivity of a material. and the thermoelectric force 

obtained from that material. Bidwe115 points out that as 

a general rule the thermoelectric force is high where the 

resistance is high, both in metals and oxideso 

Bidwell has measured the thermal electromotive force 
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of several oxides using a technique of making the sample 

quite small. No attempt was made to keep the cold junction 

at any specific temperature, but to let it absorb heat from 

the hot junction. However, a temperature differential did 

exist between the junctions and thus a thermal emf was 

producedo The samples, where possible, were fused in an 

oxygen-hydrogen flame. In cases where the sample could not 

be fused, it was baked and cut to size. Conventional measure-

ments were made, using a po·tentiometer and a sensitive galva= 

nometer. There is a possibility of very large errors in 

reading the thermal electromotive force of the oxide samples 

at low temperatures using conventional measuring methods o 

As an example, if the thermal electromotive force of Bi203 

at a mean temperature of 225°0 was meaE3ur ed, llsing a gal va

nometer with a sensitivity of 10-10 amperes per millimeter 

as a balance indicator, the balance would be accurate within 

4 International Critical Tables, Vol. VI9 p. 225. 

5 Bidwell, loco cito 
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only 0.742 volts. Table IV has been prepared in order to 

show the resistance at various temperatures for two samples 

having the same dimen~3ions as those used by Bidwell. 

The furnace shown in Figure 15 was used by Bidwell 

to heat the small sample9• The furnace was constructed 

with nickel heating wire wound around the outer concentric 

support, and the sample was supported by th~ hot junction 

measuring thermocbuple. TJ:ie hot junction was in the center 

of the furnace, and the cpoler junction was at the bottom 

of the furnace and shielded by a concentric ring of quartz. 

In this type of furnace, the hot junction and cold junction 

temperature must be measured simultaneously with the 

thermal electromotive force. If the temperature of' each 

junction and the electromotive force are not measured at 

TABLE IV 

Resistance vs Tewperature of Oxide Samples of the Size 
Used by Bidwell. 

Oxide Temperature A n Resistance 
degrees ohms 
ce:ntigrade 

CuO 1i3. 2 2.12 6 67&2 X 106 

CuO 265 3.65 3 .1317xl0° 

CuO 463 1. 67 2 000529:x:106 

Cu.O 750 2.08 0 .000069lxl0° 

Bi2o3 225 2.34 8 7420.:x:106 

Bi 2o3 424 1.44 5 4.56 X 106 

Bi~03 645 6.01 ~5 .190 :x: 106 
' '" ______ .,,.-... -... -· -··----· 

6 Computed from constants given in the Inte~atiqnal 
Critical Tables, p. 153. 
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the same time, error will be introduced due to changes 

in temperature during instrument reading time. Referring 

to Figure 15, the hot junction temperature may be measured 

at points A and A', and the cold junction temperature at 

Band B'. The thermal electromotive force of the sample 

is measured at points A and B, or at points A' and B'o 

The temperature differential across the sample could be 

measured by connecting points A and B together and 

measuring from A' to B' if the sample resistance is very 

high. When measuring the electromotive force of a sample, 

R 

A 

C 

Nic.rome heater Nich-ro'me heB+er 

8 
c' 

B' 

- P+. 

Figure 15. Bidwell's Furnace7 

7 Bidwell, loc. cit. 



the leakage resistance at point C to point C' must be 

very high if correct readings are to be obtained. 
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It is believed by this author, that there is some 

question as to the accuracy of measurements recorded by 

Bidwell on the higher resistances samples, especially at 

low temperatures. For example, with a sample of lead 

oxide having a mean temperature of 384°0 and the same 

physical size as the samples used by Bidwell, and a bal

ancing galvanometer with a sensitivity of 10-lO ampere 

per millimeter, the balancing accuracy would be 82,100 

microvolts, and if lower temperature measurements were 

attempted, the balance would become more inaccurateo 

Figure 16 shows the relation between electromotive force, 

as determined by Bi~well, and the resistance of a sample 

having the same dimensions as Bidwell's versus temper

ature for lead oxide. 

When making measurements on oxides using the potenti

ometer method, the physical configuration of the furnace 

shown in Figure 17 should prove superior to the one used 

by Bidwell. The sample used in this furnace may be packed 

rather than fused, and the cold junction.can be held at a 

constant specific temperature. The advantage of the 

furnace shown in Figure 17 over the type used by Bid·well 

is the reduction of sample resistance due to the lower 

ratio of length to area. A comparison of the resistance 

of a sample having the same dimensions as Bidwell's lead 
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oxj_de sample, and the resistance of a sample to be used in 

the proposed furnace of Figure l?, is given in Table V. 

The proposed furnace may be heated in one of two ways. The 

inner reference material may have a high current source 

connected to both ends at points A and A' and Joule heating 
2 (IR) used as a source of heat, or a heater element may be 

inserted within the hollow cylinder formed by the inner 

reference material. 

TABLE V 

Comparison of the Resistance vs Temper~ture of Two Samples 
Using Different Furnace Configurations 

Oxide 

PbO 

PbO 

PbO 

Temperature 
degrees 
centigrade 

384 

5'72 

78? 

Resistance in Ohms 
Sample in Sample in 
Figure l? Figure 15 

.914 X 106 821 X 106 

.00942:x: 106 8.46x 106 

.00004306xl06 "0386?xl0 6 

The two cylinders of resistance material are cemented 

in place with an insulating cement and the oxide packed in 

between the cylinders. The top is then cemsnted with insul

ating cement to hold the oxide in place. The insulating 

cement used must not be an electrical conductor, and it 

should not develop a thermoelectric potential either with the 

oxide or the reference material. The reference material 

should be as thin as possible to reduce temperature 

8 Computed from constants given in the International 
Critical Tables, p. 153. 



differentials through the material, and should not react 

chemically with the oxide or the insulation cement •. 

Methods of Measuring the Thermal Electromotive Force of 

Oxide Thermocouples 

The resistance of oxide thermocouples makes their use 
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as thermopiles impractical for most applications. The total 

resistance of an oxide thermopile would be the sum of the 

resistances of each thermocouple, and the resistance would, 
' I 

in some cases, approach an astronomical figural While the 

potentiometer method may be used to measure the thermal 

electro.motive force of oxide thermocouples which have lqw 

resistances, when the resistance of a thermocouple is ten 

.megohms, and a balancing galvanometer is used which has a 

sensitivity of 10-lO amperes per millimeter, the inability 

to read balance may result in voltage-reading discrepancies 

as great as± 100 microvolts. For thermocouples with higher 

resistances, a string electrometer or vacuum-tube electro-

meter should be used. A very high sensitivity for a string 

electrometer is 2,500 millimeters per volt. 9 The potential 

of a typical oxide thermocouple, using a string electrometer 

as the measuring instrument, could then be read to the order 

of ± 40 .rnicrovol ts. Vacuum-tube electrometers have been 

built, incorporating special vacuum tubes, with a sensitivity 

l 
9 B. J. Thompson, "Measuring I00,000,000,000,000,000 

of an Ampere," Electronics, Vol. 1, p. 291. 
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of 250,000 millimeters per volt o lO Macdon1.:1ld and Campbe1111 

constructed a bridge circuit using .. conven tion1:1.l receiver 

tubes, having a balance sensitivity of 2 x 10-6 volts with 

the grid of the input tube floating, and used in conjunction 

with a galvanometer having a sensitivity of 10-10 amperes 

per millimeter as a balance indicator. 

Power and Efficienc_y Measurements .91?:. Oxide Thermocop.ples 

The oxide thermoctluple, due to its higher internal resis-

tance, see.ms impractical as a pmver source at this timeo The 

usefulness of an oxide thermocouple might be as a point 

potential source from which no power is drawn. Power and 

efficiency measurements are imprt:i.ctical, as the amount of 

pov11er available from oxide thermocouple is so ,3mall that it 

would be very difficult to separate the losses of the furnace 

from the additional heating power required to produce the 

power in the thermocouple. 

10 Ibid. 

11 P.A. Macdonald and E. M. Campbell, nFloating Grid 
Direct Current Amplifier,'' Physics, Vol. 6, p. 2llc 



CH.APTER V 

DESIGN FOR VACUUM-TUBE MEASURING CIRCUITS 

General Considerations 

There are several considerations to be observed in the 

design of vacuum-tube measuring circuits for oxide thermo-

couple measurements. The input impedance of the circuit 

should be much greater than the impedance of the thermocouple 

under measurement, so that the thermocouple will not be 

under load for true electromotive force measurementso The 

tube selected for the circuit is the mo st important element. 

The tube used should draw extremely low grid current~ The 

input impedance is1 

• ( 1) 

The tube should have very low inherent noise, as the maximum 

sensitivity of the circuit will be limited by the noise of 

the tube in addition to the external pickup noise. After 

prop er preheating,. the tu be must be extremely stable so it 

will not drift and give erroneous- reading£. Another consider-

ation in selecting the tube to be used is that the tube 

should be available in a new condition. Old tubes tend to 

become gassy, which causes the tube to be noisy and also 

1 W. B. Nottingham, "Measurement of Small D. C. Poten
tials and Currents in High Resistance Circuits by Using 
Vacuum Tubes," Journal of the Franklin Institute, Vol. 209, 
p. 294. 

41 
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increases the grid current flow due to positrons liberated 

from collisions betv,.reen electrons and the gas particles 

within the tube. Considerations other than the tube selected 

should include the other components in the circuit, both 

separately and in the total circuit. High-capacity batteries 

should be used to avoid, as far as possible, fluctuations 

in supply voltages and consequent loss of sensitivityo High-

capacity lead-acid storage batteries are generally recommend-

ed. The highest quality insulation should be used in the 

grid circuit, preferably either quartz or amber. Contact 

potentials should be kept to a minimum in the circuit, and 

the thermoelectromotive forces of connections should be 

reduced to as low a value as possibleo Good .mechanical and 

electrical connections will tend to reduce the thermal elec-

trornotive forces by reducing the resistance at the junctionsp 

thereby reducing the Joule heating (I2R} at the junctions. 

Junctions of unlike materials should be avoided wherever 

possible, especially where temperature differentials exist·. 

The components should be very stable under the influence of 

heat; i .~., they should have a very low temperature coeffic-

ient. The measuring instrument should be shock mounted to. 

prevent noise due to 11microphonics 11 within the tube. Mag-

netic and electrostatic shielding should be used over the 

entire circuit including the supply batteries when precision 

measurements are to be made. 
( 

) 

,::, 

Metcalf and Dickinson,~ used 

2 G. F. Metcalf and T. M. Dickinson, "A New Low Noise 
Vacuum Tube," Physics, Vol. 3, p. 11. 
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a shield consisting of three layers of Oo020n transformer 

iron separated by layers of o. 020,, copper to reduce magnetic 

noise pickup in an amplifier capable of measuring as low as 

0.1 microvolt. 

The type of circuit selected should be determined by .the 

measurement problem. Single-sided circuits have the highest 

sensitivity of any of the circuits and are less expensive and 

easier to construct, but are not as stable as balanced cir-

cuits. The balanced two-tube circuit has greater stability, 

but is more expensive and has less sensitivity than the 

single-sided circuit. The greater stability is achieved 

because both tubes use the same battery source, and any change 

in battery voltage affects both tubes simultaneously. The 

ideal situation for greatest stability is to have both tubes 

of the balanced circuit in the same envelope and using the 

same filament. 

In specifying operating conditions for the vacuum tubes 

used, it is well to understand the causes for grid current in 

vacuum tubes. 
l'7 

Thompson° has made an exhaustive study of the 

sources of grid current in a vacuum tube. These include 

1. Electrons from the filamento 
2. Positive ions formed by collisions between the 

electrons constituting the plate current and the · 
gas molecules in the space. 

3. Electrons emitted by the grid due to its temp
erature. 

4. Leakage. 
5. Positive ions emitted by the filament. 

3 Thompson, loc. cit. 



6. Electrons emitted from the grid under the 
influence. of light from the filament. 

7. Electrons emitted from the grid under t he 
influence of the soft X-ra ys given off 
by the plate due to its bombardment by 
the plate current. 

By approa ching the p roblem systematically, Thompson 

designed a tube having a grid current of 10-15 amperes 

and an i nput impedance of 10-16 ohms.4 Some of the tech

niques used by Thompson are to oper ate the g rid at a 

negative voltage to reduce electron current flow, to evac-
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uate the tube thoroughly to reduce collisions between elec-

trans and ga s within the tube, to operate t he fil ament of 

the tube at a reduced potentta l to decrea se the number of 

positrons emitted, and to ope r a te the pl a te a t a lowered 

potential to reduce the velocity of the electrons so tha t 

electron-ga s collisions will not ca use an aval anche effect 

producing large numbers of positrons. The tube designed 

by Thompson also conta ined a shield grid to rep el positrons 

back to the filament. The operating voltages and currents, 

along with the transconductance, pl a te re s istance and ampli-

fication f a ctor for the GL5740/FP54 are lis ted in Table VI. 

Macdonald and Turnball,5 ha ve found tha t the transcon

ductance of the GL5740/FP54 can be increas ed over the value 

given by Thompson if a corresponding lowering of input 

4 GL 5740/FP54 

5 P.A. Ma cdona ld and W. E. Turnball, "Operating Char
a cteris tics of the FP54 Thermionic Direct-Cur rent Amplifyi ng 
Tube." Physics, Vol. 6. (1935), p. 304. 



TABLE VI 

Operating C~aracteristics of the GL5740/FP54 as Determined 
by Thompson· 

Plate voltage 6.0 volts 

Space-charge grid voltage 4.0 volts 

Control grid voltage 4.0 volts 

Filament voltage 2.5 volts 

Filament current 110 milliamperes 

Plate current 40 microamperes 
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Mutual conductance 25 microamperes per volt 

Amplification factor 1.0 

impedance is not objectionable. Table VII gives a list of 

the operating conditions which will increase the transcon-

ductance of the GL5740/FP54. 

TABLE VII 

Operating Characteristics of the FP54 as Determined by 
Macdonald and Turnball? 

Filament potential 

Plate potential 

Operating 
Characteristics 

2.5 volts 

8.0 volts 

Space charge grid potential6.0 volts 

Mutual conductance 

Grid impedance 

9 Thompson, loc. cit. 

70 microamperes/ 
volt 
1014 ohms 

7 Macdonald and Turnball, loc. cit. 

Rated 
Characteristics 

2.5 volts 

6.0 volts 

4.0 volts 

25 micro
amferes:/volt 
10 6 ohms 
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Tube Selection 

The three most important requirements a tube must meet 

are low grid current, low noise, and high stability. 

Although gain through the tube is desirable, thus allowing 

a less sensitive balancing instrument to be used, it is not 

absolutely necessary. The tube is used primarily as an 

isolation stage and an impedance transformation device from 

high impedance to a lower impedance for measurement _pruposes. 

There are several commercial laboratory tubes available 

,Nhich are quite satisfactory, al though they are very ex-
' 

pensive. The General Electric GL 5740/FP54, the GL 5674, 

and the Western Electric D-96475 all meet the requiremen~s 

quite well. There are a fev:r receiver-type tubes ·which .may 

be used if extreme accuracy and stability are not necessary. 

The type 22 and 959 have both _proven ~rn.tisfactory in limited 

applications. It should be stressed, however, that these 

tubes will work only if in a new condition, since a tube 

which was made a long time ago tends to become gassy and 

vvill draw excessive grid current. 

Operating Voltages 

Recom.n1ended values for the operating voltages for 

special-purpose tubes are available. 8 Vvhen tubes other 

than the special-purpose types are used, it is necessary to 

test each tube individually to determine the grid cl:iaracter-

istics of the tube in order to determine the input impedance. 

8 Table III and IV and Manufacturers Tube Minuals. 



The point of maximum input impedance will be the point of 

inflection on t;he grid characteristic curve. This is the 

point where the positron and electron current flow are 

equal. If the grid current flow is equal to zero, 

' 
( 3) 
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then the total input impedance will be equal to the leakage 

resistance from grid to ground. In order to reduce positron 

current flow to the grid, the total voltage drop between any 

two elements in the tube should be less than the ionization

potential of any residual gas within the tube. In order to 

reduce positron current flow from the filament, it shoul~ 

be operated at as low a current as will sustain a steady 

plate-current flow. 

Circuit Selection 

Selection of the type of circuit to use is dictated 

by the precision of the measurements to be made, the sensi-

tivity desired, and the stability required, as well as the 

cost of the components. The· single-sided circuit shown in 

Figure 18 is one of the most sensitive of the circuits. It 

is also less expensive but is less stable. The instability 

is the result of using a vacuum tube in one arm of the 

balanced bridge, while a resistor is used in the other armo 

The tube has nonlinear characteristics, while the fixed 

resistance has linear characteristics. Therefore, any 

change in supply voltage will cause the circuit to go out 



Unknown 
voltage source 

GL 514-0/FP54 

( I 

I I 

G 
a 
8 
C:5' ....... 

10, ooo.n.. 

1, .__....___. , , B--L--1---1 11 ~--11 
4~ zt 

Figure 18. ~ Single-sided Vacuum-tube Electrometer 
Circuit. 
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of balance which will produce erroneous readings. Thomp

son9 claims a sensitivity of 250,000 millimeters per volt 

for this type of circuit when a GL 5740/FP54 is used as 
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the input tube and a galvanometer with a sensitivity of 

10-10 amperes per millimeter is used as a balance indicator. 

The balanced two-tube circuit shown in Figure 19 has 

greater stability than the single-tube circuit. The in

creased stability is due to the use of two tubes, one in 

each arm of the bridge. In this case, any change in supply 

voltage is impressed upon similar nonlinear resistances, 

and the bridge remains in balance. The sensitivity of this 

circuit is less, being only 75,000 millimeters per volt in 

comparison to 250,000 millimeters per volt for the single

tube circuit. The ideal circuit, where stability is con

cerned, is a balanced two-tube circuit in which both tubes 

are in the same envelope and utilizes a comm.on heatero 

The GL 5674, a tube of this type, is manufactured by the 

General Electric Company. 

Circuit Components 

The source of supply voltage for the tube should be 

very stable. It is recommended that large-capacity lead

acid storage batteries in a new and fully charged condition 

be used for all circuit voltages. All resistances in the 

circuit should be extremely stable and have low inherent 

noise. The use of low-temperature coefficient vdre-wou.rid 

9 Thompson, loc. cit. 
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Figure 19. A Balanced Vacuum-tube Electrometer 
Circuit. 
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resistors prove to be the most satisfactory. The j_nput 

impedance of the circuit will, in part, be dependent on 

the quality of insulation used; therefore 9 only the best 

insulation available should be used. If there is any 

leakage in the insulation, it will appear in the output 

of the circuit as noise and thus reduce the sensitivity 

of the circuit. The best quality quartz 9 polystyrene, or 

amber insulation is better than other types. Switches, 

when used in the grid circuit, must be designed so there 

are no contact potentials present& They should be con

structed so that good contact is maintained at all times 

when the switch is closedo Rheostats, when used in a 

circuit 9 should have bro ad brushes and make good cont act 

at all timeso A metal band may be used on the surface 

of a glass envelope to dissipate static chargeso The band 

is installed as shown in Figure 20. It vdll reduce the 

warm up time for the circuit by grounding static charges 

below the band that might migrate to the grid and cause 

unstable operation. 

The Com£lete Circuit 

The complete circuit should be completely shielded 

against both magnetic and electrostatic pickup. Any spuri

ous noise introduced into the circuit will tend to reduce 

the sensitivity of the circuit and possibly introduce errors 

in the readings. The circuit should be well constructed 

mechanically, and all connections should have a low elec,

trical resistanceo The completed instrument should be 
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Figure 20c Banding a Vacuum Tube to Reduce Error~ 
Due to Static Charge on the Envelope , 

shock mounted to minimize m.icrophonic noise due to mechani-

cal vibration of the tube. 

Use of the circuit ·-- -----
After a new circuit has been com_plete<l~ there are cer-

tain prerequisites that must be met for stable operation 

and maximwn sensi·tivity. rI'he circuit should operate for 

several hours with normal operating voltages and current 

before each test. This allows all parts to attain their 

normal operating temperatures and charges on the tube 

envelope to drain away. If the warm-up period is not long 
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Figure 21. The Circuit for a Single Tube Electro
meter Used to Measure the Electromotive 
Force of an Oxide Thermocoupleo 

enough, the zero balance in the circuit will tend to drift 

and give erroneous readings. With reference to Figure 21~ 

a typical measurement procedure will be discussed. 

When it is desired to operate the tube at a floating 

grid potential, the input switch is placed in position 1 

and the circuit is brought to balance by adjusting the 

voltage divider R1 until the galvanometer reads zero. The 

input switch is then changed to position 2 9 and E0 varied 

until the galvanometer again reads zero. The switch is 

then placed in position 3, and the voltage divider R2 is 

adjusted until the galvanometer again reads zeroo The volt

age from the center arm of the voltage divider R2 to point 

A is then equal to the electromotive force of the unknown 
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source under test. This potential may then be read using 

a potentiometer. 
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General 

CHAI)TER VI 

EJO?ERIMENTAL RESULTS 

Three types of coromerci al receiving tubes were tested 

under dynamic operating conditions. These were the types 

38, 5692v 56930 The unbalanced electrometer tube circuitv 

as shown in Figure 18, and the balanced vacuum···tube electro= 

meter circuitv as shown in Figure 19v were both used. 

The~ 38 Tube 

The type 38 tube tested was old v and al though it vmuld 

operate with a floating grid it was extremely unstable .. 

The tube was eleven years old~ and it was impossible to 

determine whether the instability was characteristic of 

·bhe type 38 tube or ·was due to residual gas ·within the tube 

resulting from long storageo Due to the condition of the 

tube the tests as performed 1::i.re inconclusive .. 

The~ 5692 Tub~ 

The next tube tested was the type 56920 Grid current 

viras 2.66 x 10-10 amperes for this tube when a plate voltage 

of 90 volts was used and the filament potential was 4 volts., 

When an attempt vvas made to use a smaller plate voltage D the 

tube vvould not operate at a floating grid potential. The 

plate current was very unstable v which Illc1de it impossible 

to accurately zero balance the circuit so tha-t; measurements 

could be made.. When a balanced circuit was tried using both 

triode elements in a common envelope v the circuit was still 
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so unstable that accurate measurements were not possibleo 

The tes·ts on the 5692 were made using three a.ifferent 5692 

tubes, with results which were similaro It was concluded 

that grid current flow for a 5692 tube is so high that it 

is not satisfactory as an eleotrometer tubeo 

The~ 5693 Tube 

The 5693 was the next tube testedo The 5693, when 

initially tested without ageing, was not satisfactory due 

to poor stability-and high grid currento After the tube 

was aged for fift'.y hours at !'educ ed electrode potentials 0 

it was found that the tube would operate with a floating 

grid and quite good stability. The stability of the plate 

and screen-grid supply voltages for this tube are very 

critical vrhen the voltages are low O since any drift in 

plate and screen-grid voltages appears as a shift in the 

zero point of the b,alancing galvanometer. Therefore it is 

recommended that a large-capacity lead-acid storage battery 

be used for the plite and screen-grid supply. Dry batteries 

do not seem to have the necessary voltage stability. The 

filament and grid-bias supplies were found to be very criti

cal also. Therefore, lead-acid storage cells were used to 

supply these potentialso 

It was found that for longer periods of ageing on the 

5693 tube, the floating grid potential was lower and the over

all stability was bettero The circuit of Figure 22 was 

found to be the most satisfactoryo Using a galvanometer 

having a sensitivity of 1.11 x 10-8 amperes per millimeter, 



R1 - ·2M .$'

R2 - 50K.si.. 
R3 - 2500~ 
R4 - -60 s-
R5_ - 60 ...n-

R6 _ - 2M .r--

Tube - 5693 

Figure 22. 
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8, 

--------

G- lol :x: 10-8 amperes/mm 
B1- 6!.· lead~acid battery 
B.2-22·. 5!. dry cell 
B3-1~5v dry cell 
B4-lo5!. dry cell 

Ir - 210 ma 
lb 57.5/,ta 
Ec - o.a!. floating potential 

Circuit Used in Testing the Type 5693 
Vacuum Tube. 
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it was found that a balance sensitivity of i 50 microvolts 

could easily be attained. 

The circuit, as constructed, had a very linear drift of 

approximately 8.8 x 10-8 amperes per hour. However this 

appeared to be due to the dropping of potential of the 

plate and screen-grid battery due to gradual dischargeo A 

change in plate supply voltage of 500 microvolts has a very 

marked effect on plate current. 

Due to insufficient time, the circuit has not been 

thoroughly tested, and it is possible that greater sensi

tivities may be attained. 

Using~ Practical Circuit 

The circuit of Figure 23, is capable of making measure

ments to within 50 microvolts, with very high source im

pedances. The minimum voltage that can be measured by this 

circuit is limited only by the ability to obtain an accurate 

balance and the measuring ability of the external measuring 

potentiometero In order to obtain the highest sensitivity, 

and good stability the tube should be tested .in a circuit 

similar to the one shown in Figure 22. Since the 5693 is 

a mass produced vacuum tube, its characteristics will varyo 

It is very important that the tube be properly agedo 

The procedure employed in operating the circuit of 

Figure 23 is as follows: 

(1) The switch in the control grid circuit is first placed 

in position 1, and the galvanometer. zeroed by varying 
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R4 - 2500..0-
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Z1 - sample of Z interrtal . 
impedance and an elec
tromotive force 

Z2 - Sample Z = z1 » but 
with no electromotive 
forceo 

R - 2M ...n-
G6- 1.1 x 10-8 a/mm galvanometer 

B1 - Larger than any emf to 
be measured 

B2 - 6Y storage battery 
B3 - 22Y storage battery 
B4 - 2Y storage battery 

Figure 23. A Practical Measuring Circuit Using the 
Type 5693 Vacuum Tube. 
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(2) The control grid switch is placed in position 2, and 

the rheostat R4 adjusted until the galvanometer again reads 

zero. Step 2 balances the voltage drop across an impedance 

which is equal to the impedance of the generator to be 

measured, and returns the grid to its floating potential. 

(3) The control grid switch is then placed in position 3, 

and the source potential balanced using the rheo,stat R2 , 

and adjusting until the galvanometer again reads zeroo It 

may be necessary ta reverse the polarity of battery B1 with 

the reversing switch s1 if the generator potential is not 

opposite to the battery potential. 

(4) The generator voltage may then be determined by measur~ 

ing the voltage from point A, to the center arm of rheostat 

R2 with a potentiometer. 
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Summary 

CHAPTER VII 

SUMMARY AND CONCLUSIONS 

The object of this thesis was to review instrqm.ent

ation techniques which have been used in making measurements 

on thermocouples and to propose new techniques. It has been 

shown that thermocouples having unlike tensions in their 

respective materials will demonstrate different values of 

electromotive force. Therefore, methods of preparing 

sample thermocouples have been discussed, as well as the 

necessary precautions Which must be observed in fabricating 

the thermocouples to obtain identical samples. Each type 

of thermocouple presents a different instrumentation prob

lem. Examples have been given to illustrate that the 

measurement techniques for low-impedance thermocouples is 

quite different from the techniques employed in measuring 

high-impedance thermocouples. Different furnace configura

tions have been discussed, demonstrating that the physical 

construction of the furnace can appreciably affect the 

impedance of the thermocouple under considerationo Each 

type of furnace configuration has certain advantages and 

disadvantages which were discussed. 

The design of vacuum-tube circuits for measurements on 

high-impedance thermocouples was discussedo Methods of in

creasing the input impedance of vacuum-tube circuits were 

pointed out, and sensitivities of various circuit' 
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configurations were given, aa observed by different authors. 

The vacuum-tube circuits may be used either ·w:'Lth E:ipecial-

purpose laboratory type tu bes, for maximum sensi ti vi ty 9 or 

with receiver type tubes if a reduced sensitivity is not 

objectionable. 

Experiments with the 5693 tube have shovm that measure-

ment of extremely low potential sources having very high 

internal impedances can be measured satisfactorily by incor-

porating tubes and components of modest cost I) This is made 

possible by proper tube selection and ageing, and by 

observing good practices of electrical and thermal shield-

ing. In addition, the use of highly stable power supply-

sources aid materially in achieving high stability of cir

cuit operation. 

Recommendations for Further Study 

The instrumentation techniques for oxide thermocouplesj 

while adequate, can be made even more sentitive by the 

addition of highly stable amplifier so 

Investigation of the effect of different atmospheres 

on the conductivity of oxide materials should be pur.sued. 

A group, headed by Dr. Ho Do Bailey, has conducted tests· 

on the conductivity of zinc oxide in various atmospheres 

and reports that hydrogen increases the conductivity, while 

nitrogen reduces the conductivityo1 They have not studied 

1 Personal communication fro.tn Dr~ H. D .. Bailey, Phil= 
lips Research Laboratory, Bartl;esville, Oklahoma. 
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the effect of the atmospheres on the thermal electromotive 

force of zinc oxide. A thorough theoretical study of the 

effects of the different atmospheres is lacking; therefore, 

it is impossible to determine whether the conduction is 

taking place on the surface of the oxide or through ite If 

the conduction is taking _place on the surface of the oxide 1 

the effect on a thermocouple would mean an extra loado If 

the effect is to decrease the resistivity of the oxide 

material, it may be _possible to use atmospheres other than 

air to reduce the resistance of oxide thermocouples~ and 

have a higher potential thermocouple with an internal 

impedance appreciably lower than is now })Ossible. 



BIBLIOGRAPHY 

Becker, J. A. and Bratten, W. H., "The T:P.ermionic Work 
Function and t:P.e Slope Intercept of~Richardson Plots." 
Physical Review, 45 (May, 1934), 694. 

Bidwell, c. C., nThermal Electromotive Forces in Oxides .. " 
Physical Review, 3 series 2· (1914), 204. 

Chapin, D. M., and Tl).omas, D. E., "Solar Battery Powers 
Transmitter." Radio-Electronics, (August, 1954), 76. 

Caswell, A. E., "Thermoelectric i ty. '' International Critical 
Tables, New York: McGraw-Hill Book Co.» 19290 

Dike, P. H. , Th.ermoelectri a Thermometry, Philadelphia: Leeds 
and Northrup Co., 1954. 

DuBridge, L.A., "The Amplification of Small Direct Currents." 
Physical Rev~ew, 37 (February, 1931), 392. 

Franklin Institute, ''Development of Thermocouples for Use 
on-Thermoelectric Generators,n-signal Corps Engineering 
Laboratory,·Progress·Report No. 1, Contract No. W-36-

, 039-sc-33654, August, 1947. 

Gilbert, N. E., Electricity and Magnetism, New York: The 
Macmillan Company, 1950. 

Harnwell, G.·P., Principles of Electricity and.Electro
Magnetism. New York: McGraw-Hill Book Co., 1938. 

Harris, F. K., Electrical· Measurements, New York: John 
Wiley and Sons, Inc., 1952. 

Macdonald, P .- A., and Campbell, E. M., ''Floating Grid 
Direct-Current Amplifier." Physics, 6 (July, 1935), 
211. 

Macdonald, P.A., and· Turnbull, w. E., ttOperating Character
istics of the FP54 Thermionic Direct-Current Amplify
ing Tube. 11 Physics, 6 (September, 1935), 304. 

Mackay, G. M~, nElectrical Resisti~ity of (1) Single.Crystals, 
(2) Solid Poor Conductors (Except Salts), (3) Mixtures 
of Rare Earth Oxides and (4) Liquid Mixtures Suitable 
for High Resistances. 11 International Critical Tables, 
New York: McGraw-Hill Book Co., 1929, 6, 153. 

64 



Metcalf,', G. F. and Dickinson,T. M'.,·"A New Low Noise 
Vacuum Tube," Physics, 3.JJuly, 1932), .11. 

Nottingham., w. B., 11Measurement of Sma11·n.c. Potentials 
and Currents in High Resist~nce Circuits by Using 
Vacuum Tubes." Journal of the Franklin Institute, 
209 (March, 193d), 287. · . . . . 

Page, L. and Adams, N. I., Principles of-Electricity, 
New York: D. Van Norstrand Co., 1936. 

Peltier,, A. Annales de Chimie et ae Physique, on Recueil 
de memoires Concernant laChimie et les Arts Qui en 
dependent. Paris, 56 (1834), 371~ 

Penick, D. B., nDirect-Current Amplifier Circuits for Use 
with the Electrometer Tube.n· Review of Scientific 
Instruments, 6 (April, 1935), 1150 

Seebeck, T. J., "Thermoelectromoti ve Force; 11 Annalen der 
Phycik und Chemie, Poggendorff; Wiedman,.73 (1823), 
430. 

65 

Starling, S., G., Electricity and Magneti,sm, London: Longmans 
Green and Co., .1921. ' 

. ' 1 
Thompson, B. J., 11Measuring I00,000,000,000,000,000 of an 

Ampere.'' Electroni:cs, 1 (September, 1930), 290. 

Thomson, w., "On the Dynamical Theory of Heat;" Transactions 
of the Royal Society of Edinburg 9 21 (May, 1854), 123. 



VITA 

Theodore B. Hall, Jr. 
candidate for the degree of 

Master of Science 

Thesis: MEASUREMENTS ON METAL AND OXIDE THERMOCOUPLES 

Major: Electrical Engineering 

Biographical and Other Items: 

Born: OctobeT 21, 1927 at Pawhuska, Oklahoma 

Undergraduate Study: O.A.M.C., 1946-1950; 
O.A.M.C., 1952-54. 

Graduate Study: O.A.M.C., 1954-1955 

Experiences: Electronics Technician, U. s. Navy 
1945-1946; Engineering Aid, U.S. Corps of · 
Engineers 1948; Electronics Technician, U.S. 
Navy, in Japan 1950-1952; Employed by Elec
trical Engineering Department part time as 
technician 1953-1954; Employed by Electrical 
Engineering Department as part time instructor 
1954; Employed by Electrical Engineering 
Department as Instructor 1955. 

Member of American Institute of Electrical Engineers, 
Institute of Radio Engineers. 

Date or Final Examination: May, 1955 

66 



THESIS TITLE: MEASUREMENTS ON NfETAL AND O]ITDE 

THERMOCOUPLES 

AUTHOR: Theodore B. Hall, Jr. 

THESIS ADVISER: Professor A. Naeter 

The content and form have been checked and approved by 
the author and thesis adviser. The Graduate School 
Office assumes no responsibility for errors either in 
form or content. The copies are sent to the bindery 
just as they are approved by the author and faculty 
adviser. 

TYPIST: Sara Preston 

67 


