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Abstract

There is an interest in establishing performance metrics for time-varying antennas.

However, quantifying the realized performance of a time-varying antenna requires con-

siderations not necessary in LTI measurements as many metrics and electromagnetic

properties, often utilized in traditional LTI antenna measurements, are not applicable to

a non-LTI antenna measurement. It is expected from earlier work that antennas loaded

with time-varying components will radiate power at many frequencies other than the ex-

citation frequency when excited by a pure-toned signal. Two conventionally used met-

rics to calibrate antenna performance are monostatic backscatter and effective aperture.

Using only traditional measurement methodologies and de�nitions are not ideal as they

are only concerned with a device's performance at the incident frequency. However,

the existing quantities and their measurement methodology can be rede�ned to account

for the time-varying antenna's non-LTI behavior. This work presents a methodology

for performing cross-frequency backscatter and effective aperture measurements of an

antenna loaded with a time-varying component. These techniques are demonstrated

by measuring two switch-loaded bowtie antennas operating at four different switching

frequencies. These techniques are also validated and supported by comparing the mea-

surements to the simulation results provided by the electromagnetic solvers XFdtd and

CM-MoM.

xvi



Chapter 1

Introduction

A device assumed to be linear and time-invariant (LTI) must be structurally and materi-

ally constant across time. If these criteria are met, and a device is LTI, its performance

will be more easily predicted. Due to this increase in predictability, the LTI assumption

is standard in conventional antenna design, such that many of the commonly accepted

limitations on antenna performance were even derived adhering to the LTI assumption

[1], [2], [3], [4]. It is possible that a non-LTI antenna, speci�cally a time-varying one,

will not be governed by the same performance limitations as an LTI device because

the referenced limitations themselves carry an LTI assumption. However, to verify that

a time-varying device can or has exceeded the performance of an LTI device requires

special considerations as most conventional antenna theory, parameters, and measure-

ment methodologies are also rooted in an LTI assumption.

In addition to potentially exceeding limitations in performance, time-varying an-

tennas are expected to exhibit unique radiation characteristics due to their non-LTI na-

ture. Over the decades, researchers in [5] [6] [7] [8] have used both frequency and

time-domain modeling approaches to analytically study the response of time-varying

scatterers. These models yield an expectation that when excited at a single frequency, a

time-varying scatterer will exhibit a response at the excitation frequency in addition to

multiple other frequencies. These additional frequency responses are harmonics of the
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excitation frequency and are determined by the structure's time-varying rate, or ”pump-

ing frequency” [7]. An example of a time-varying antenna's expected multiple fre-

quency scattering response is shown in Figure 1.1. The frequencies that a time-varying

scatterer is expected to respond at,f , when excited at one frequency is determined by

the relationship between that excitation frequency,f 0, and the device's time-varying

rate,f p,

f = f 0 + nf p : (1.1)

Figure 1.1: Spectrum of a modulated waveform presented in [7]

When it comes to time-varying antennas, researchers have seldom provided mea-

surements of such a kind of device. One example is in [9], wherein the current through

an antenna's time-varying load was measured and compared to the expected as a means

to highlight the accuracy of the author's novel diode model. Another example is in

[10], where the author provides measurements of the voltage across a switching capac-
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itor along with an uncalibrated received power measurement to highlight the achieved

functionality of their novel electrically coupled loop antenna, ECLA, design. To this

date, the measurements provided in [9] and [10] are the antenna community's furthest

extent at quantifying a time-varying antenna's realized performance, and despite serv-

ing their intended purpose, the presented results fail to provide a method of a calibrating

a time-varying antenna measurements.

Several issues are currently facing the time-varying community after considering

the community's prior work. One of the major issues is the lack of any parameters

that one can use to calibrate their time-varying antenna measurements. This problem

is addressed in the �nal chapter of [10], wherein the author lists a desire for someone

to adapt conventional frequency parameters for time-varying antennas in future work

as a signi�cant priority. In addition to the lack of calibration parameters, the time-

varying community lacks any established measurement techniques and methodologies,

and given their expectedly unique performance, time-varying antennas will likely re-

quire unique nuance during measurements. Without these needs addressed, the time-

varying community will likely be hindered in their pursuit of novel breakthroughs with

time-varying antennas. Thus, researchers are needed who will tackle these issues and

provide the tools for future researchers.

1.1 Project Goal

This thesis aims to support the growing interest in time-varying scatterers and radia-

tors by providing modi�ed forms of two conventionally used antenna parameters. The

updated forms are labeled “cross-frequency” in reference to the relationship it forms

with a device's performance across a series of frequencies and an assumed pure-toned

excitation. The �rst half of this thesis focuses on cross-frequency backscatter, which

3



is a modi�ed form of monostatic backscatter free of an LTI assumption. A measure-

ment methodology unique to cross-frequency backscatter is developed and used to gain

measurements of a time-varying bowtie antenna. Those measurements are compared to

simulation results to validate the accuracy of the measurement methodology. The sec-

ond half of the thesis introduces a cross-frequency effective aperture term, a modi�ed

form of the well-known term effective aperture. A measurement methodology designed

for cross-frequency effective aperture is developed and used to obtain measurements of

the time-varying bowtie antenna loaded with a feeding network. These measurements

are also compared to their expected performance, which is obtained via simulation, to

validate the methodology's accuracy.

The second chapter will introduce the term monostatic backscatter, which is used as

the backbone for the development of cross-frequency backscatter. The chapter also cov-

ers several lessons on how to obtain accurate scattering measurements. The third chap-

ter introduces cross-frequency backscatter and a detailed discussion over the measure-

ment methodology. The fourth chapter covers applying the cross-frequency backscatter

methodology along with comparisons to simulation results. The �fth chapter introduces

cross-frequency effective aperture and the term's measurement methodology. The mea-

surement process is then applied, and the resulting measurements are compared to sim-

ulation results.
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Chapter 2

Monostatic Backscatter and Methodology

This chapter will lay the groundwork for the eventual research into cross-frequency

parameters by �rst introducing the concept of monostatic backscatter and the measure-

ment methodology utilized to obtain measurements with an accuracy of 0.5 dBsm. The

essential role that the multipath compensation techniques of background subtraction

and time gating played in obtaining the desired level of accuracy in backscatter mea-

surements is also highlighted.

2.1 Introduction to Monostatic Backscatter

Backscatter is used to quantify a target's ef�ciency at scattering power in a given direc-

tion given a power density incident to the target's surface at a known angle of incidence

[11]. There exist several forms of backscatter used in the �eld of radar. One of the

more common forms, monostatic backscatter, relates to backscatter measured using a

monostatic radar system. A monostatic radar system uses either a single antenna for

both transmitting and receiving or uses two collocated antennas, as re�ected in Figure

2.1. Notably, if the two antenna approach is used, one must not violate the collocation

assumption by having too much space between the antennas, which classi�es the sys-

tem as bistatic.
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Figure 2.1: The two most common forms of radar systems, monostatic and bistatic.

Out of every form of backscatter, monostatic backscatter serves as the preferred

form of the quantity to use in experimental measurements [11]. This notion was the

reason for using the monostatic term as the basis for the scattering measurements. The

process of evaluating a device's realized monostatic backscatter is done using the radar

range equation, as the formal expression for backscatter, Eq. (2.1), does not ef�ciently

apply to an actual measurement. In Eq. (2.1), the distance between the target and radar

is R, the scattered �eld isEs, and the incident �eld isE i .

� (f ) = lim
R!1

4�R 2 jEs(f )j2

jE i (f )j2
: (2.1)

2.1.1 General Backscatter Expression

The general backscatter expression used for measurements is formed by rearranging the

radar range equation to isolate for the backscatter quantity (� ). Backscatter is equal to

the received power (Pr ), range, and system loss (L) normalized by the transmit power

(Pt ), transmit and receive antenna gain (Gt ) (Gr ), and the operation wavelength (� ).

� =
Pr R4(4� )3L
PtGtGr � 2

r
: (2.2)
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The dependent terms on the right side of Eq. (2.2) are grouped to make the general

expression better suited for measurement application. These grouped terms are known

as the calibration factor (K ). As the name implies, the calibration factor is used to

calibrate the power received to power transmitted ratio in a backscatter measurement.

The calibration factor does operate on two fundamental limitations. First, the factor

is only applicable if the radar system is physically unchanged between acquisition and

use. Second, the factor's accuracy is inversely related to the time between acquisition

and the uncalibrated measurement. While this relationship is minimal, it can lead to a

source of error in measurements if enough time passes.

� =
Pr

Pt
K : (2.3)

2.2 Radar Setup

The monostatic radar used in this thesis was designed with both monostatic and cross-

frequency backscatter measurements in mind. A diagram of the system is shown Figure

2.2. The system utilizes two collocated antennas, one for transmitting and another for

receiving. Both of the antennas were NARDA S-Band standard gain waveguide horn

antennas and were fed using 65 foot long 50 ohm coax cables. The same antenna

model and feeding cables are used on transmit and receive as this allowed for physical

symmetry assumptions during later work that would not be valid otherwise. All signals

were transmitted, received, and processed using the Keysight N9928A model Field

Fox. The choice to use a �eld fox and this speci�c model was because the device

offered both spectrum and network analyzer capabilities, which was vital for cross-

frequency measurements. Finally, a 20 dB ampli�er was included on the transmit chain

to increase the power of the transmit signal to insure a suf�cient signal-to-noise ration

7



(SNR) on receive. During early cross-frequency measurements the signal's SNR was

too low, which hindered the �eld fox's ability to measure the harmonics.

Figure 2.2: The monostatic radar used for the monostatic and cross-frequency backscat-

ter measurements

2.3 Measurement Process

The process of taking a monostatic measurement is outlined in Figure 2.3 and begins

with the Field Fox introducing a pure-toned plane wave into the radar setup shown in

Figure 2.2. This plane wave will then travel to the target or device under test (DUT) and

illuminate the surface, resulting in power scattering and traveling back to the radar. The

power scattered off the target is measured by the receive chain and is then normalized

against the power transmitted, forming anS21 measurement. TheS21 measurements,

which are kept in their real and imaginary forms, are processed using the multipath

compensation techniques background subtraction and time gating [12]. These com-

pensation techniques isolate the DUT's response from undesirable responses. The iso-

latedS21 measurement is then calibrated to backscatter using Eq. (2.3), where theS21

measurement is normalized against the system's calibration factor,K . The process of

8



extracting the calibration factor is discussed further in the next section, along with a

procedure to evaluate quantity's accuracy.

Figure 2.3: The �ow of a monostatic measurement

2.3.1 The Calibration Factor

A radar system's calibration factor is expressed in Eq. (2.4) as a target's expected

backscatter normalized by anS21 measurement

K =
�

S21
: (2.4)

Utilizing Eq. (2.4) to �nd a system's calibration factor is possible through the use

of calibration objects, which are objects with backscatter values known through cal-

culations [13]. The Mie series was used to calculate the calibration objects expected
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backscatter [14],

� =
� 2

�

�
�
�
�
�

1X

n=1

(� 1)n(n +
1
2

)(bn � an)

�
�
�
�
�

: (2.5)

where

an =
j n (ka)
hn (ka)

bn =
kaj n� 1(ka) � nj n (ka)
kahn� 1(ka) � nhn (ka)

hn = j n + iyn

In Eq. (2.5)k is the wavenumber (k = 2�
� ), a is the sphere's radius, andj n andyn

are n-order Bessel functions [15].

The calibration object used to obtain the calibration factors in this thesis was a 12-

inch sphere. A second calibration sphere with a diameter of 6 inches was used to assess

the accuracy of the calibration factors. The accuracy of the calibration factors was quan-

ti�ed using the average difference between the second sphere's measured backscatter

and its calculated backscatter,

� � =
�[ � meas � � expt]

n
: (2.6)

In Eq. (2.6) the measured and calculated backscatter are represented as� meas and

� expt respectively and the number of data points isn. The tolerated amount of mean

difference between the measured and expected depends on the intended application of
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the radar system. The measurement shown in Figure 2.4 exhibits an average difference

of 0.4253 dBsm to the calculated, which satis�ed my benchmark of 0.5 dBsm.

Figure 2.4: Comparing the measured backscatter of a 12-inch sphere to the expected.

2.3.2 Antenna Coupling and Multipath Compensation

In any backscatter measurement, there will be undesired signals known as multipath

signals that will interfere with the accuracy of the measurement. Multipath signals,

sometimes known as clutter, are any signals other than the DUT's scattering response.

For the monostatic radar, as Figure 2.5 shows, the most in�uential source of clutter is

the coupling between the transmit and receive antennas, re�ections from the target's

mounting structure, and re�ections from the back wall.
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Figure 2.5: The generalized process of obtaining LTIK

The impact of these multipath signals on measurement accuracy is demonstrated

in Figure REF, where the pattern of a processed and unprocessed backscatter measure-

ment is compared to the the target's expected backscatter. The pattern of both plots

should show some level of agreement, but due to multipath and coupling signals over-

shadowing the target's response there is none. However, through the use of background

subtraction and time gating, the target's response can be isolated from the clutteredS21

measurement. This isolated response results in a backscatter measurement whose pat-

tern shows improved agreement with the expected.
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Figure 2.6: The bene�cial impact of multipath compensation, demonstrated by com-

parison the patterns of a rawS21 measurement, the isolated form of the sameS21 mea-

surement, and the expected backscatter for the given target.

Background Subtraction

Background subtraction is a signal processing technique wherein an “empty chamber”

measurement is subtracted from the actual DUT measurement [12]. As the name im-

plies, the empty chamber measurement is a reference measurement taken with only the

DUT not present. If the empty chamber measurement is taken correctly, the main dif-

ference between the DUT and the empty chamber measurements should be the actual

response from the target, as Figure shows. Before subtraction, both measurements need

to be converted to their in-phase and quadrature (I + jQ ) forms.
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Figure 2.7: The result of applying background subtraction on a clutteredS21 measure-

ment.

As Figure 2.7 shows, background subtraction will not entirely eliminate multipath

signals from the DUT measurement, but it does heavily reduce their presence. This

reduction makes it easier to spot the target's response. In some cases, like in Figure

2.7, background subtraction will reveal portions of the target's response previously not

visible as they were overshadowed by clutter.

Time-Gating

Time-gating is a signal processing technique that isolates a target's response from a clut-

tered measurement via a windowing function. The windowing structure and temporal

location are determined after visual inspection of the post-background subtractionS21

measurement. There are several options for the window's structure. However, a classic
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boxcar function centered around the target's response is suf�cient for the desired mea-

surement accuracy.

Figure 2.8: Visualization of applying a time-gate onto anS21 measurement post back-

ground subtraction.
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Chapter 3

Cross-Frequency Backscatter and Methodology

The previous chapter, introduced the concept of monostatic backscatter along with a

breakdown and demonstration of one applicable measurement methodology for backscat-

ter measurements. The capabilities of a realized monostatic radar system is shown

to produce measurements to the desired accuracy of 0.5 dBsm when coupled with

background subtraction and time-gating. This chapter introduces the concept of cross-

frequency backscatter, a modi�ed form of monostatic backscatter designed to be more

appropriate for the expected performance of a time-varying scatterer. Discussion is

provided on the need for a cross-frequency term along with the derivation of the new

cross-frequency term. Finally, a cross-frequency normalizing term is acquired, and dis-

cussion is provided on how to utilize the term to convert the LTI form of the calibration

factor into the needed cross-frequency form.

3.1 Introduction to Cross-Frequency Backscatter

It was established in the previous chapter that backscatter is a term that describes a

ratio of the �eld density scattering off of an object to the incident �eld density, nor-

malized by a far-�eld distance. Because the conventional de�nition operates under an

LTI assumption the term is limited to quantifying only the �eld densities scattering at
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the incident frequency. This restriction is an issue when working with time-varying

scatters as they are expected to scatter across frequencies at harmonic intervals of the

incident frequency. Thus, to normalize this behavior of interest, a novel rede�nition of

monostatic backscatter is needed.

Figure 3.1: The expected scattering performance of a TV antenna. A situation were

power is expected to be received a the incident frequency and harmonics

The term's frequencies of interest were rede�ned considering that the issue with the

conventional form of backscatter is the term's inability to calibrate multiple frequency

measurements using power transmitted at one frequency. The cross-frequency form of

backscatter has been de�ned such that it quanti�es a relationship between the scatter-

ing �eld densities across a vector of receiving frequencies and the pure-toned incident

�eld density. This new form is not limited to one incident frequency. If needed, the

new expression can support a vector of transmission frequencies. However, this would

transform the receive terms into two-dimensional matrices, sporting a vector of values

for every transmission frequency
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� (f i ; ~f j ) =
PR( ~f j )
PT (f i )

K (f i ; ~f j ) : (3.1)

In Eq. (3.1) the received power has been changed from Eq. (2.3) to a vector nota-

tion (~Pr ) to denote the term's inclusion of measurements at multiple frequencies. The

backscatter and calibration factor terms have also been updated to vector notation (~� )

( ~K )as a means to distinguish them from their conventional forms.

3.2 Cross-Frequency Methodology

As Figure 3.2 shows, the process of taking a cross-frequency backscatter measurement

begins by introducing a pure-toned waveform via an incident �eld into the radar system

shown in the diagram's Setup panel. This pure-toned waveform will then induce a

current along the surface of the time-varying DUT. The induced current will then be

modulated according to the pumping frequency, causing the DUT to re-radiate power

at the incident and harmonic frequencies. That cross-frequency performance will then

be recorded via two measurement methods in order to produce a proper re�ection of

the DUT's performance. The �rst measurement is taken with a spectrum analyzer,

which records the time-varying response across a vector of frequencies. The second

measurement is a network analysis, which produces an accurate report on the incident

frequency measurement.
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Figure 3.2: Flow chart depicting the general methodology used in cross-frequency

backscatter measurements

3.2.1 Why Two Measurements?

The measurement methodology utilizes both spectrum and network analyzer measure-

ments due to the impact of multipath signals. While measurements with the spectrum

analyzer capture a time-varying device's response across multiple frequencies, the mea-

surement at the excitation is heavily impacted by multipath signals as seen in Figure

3.3. This impact is an issue as spectrum measurements lack any phase information

which prevents multipath compensation. As such, anS21 measurement is taken to pro-

vide a measurement of the device's response with phase information. The uncalibrated

S21 measurement is then isolated from the clutter, and the response at the excitation

frequency is spliced into the uncalibrated spectrum measurement.
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Figure 3.3: An uncalibrated scattered power measurement of a time-varying antenna

excited at 3 GHz.

The impact of multipath signals on harmonic measurements comes into question,

given the signi�cant impact multipath signals have on the raw incident frequency mea-

surement. There is no concern regarding multipath signals skewing the harmonic mea-

surements since the foam used in the ARRC's anechoic chamber is rated to dampen

signals by 30 dB, which means every harmonic will drop below the noise �oor after

coming into contact with the chamber walls since no harmonic is 30 dB above the

chamber noise �oor.

3.3 The Cross-Frequency Calibration Factor

A cross-frequency calibration factor was required to extract cross-frequency backscat-

ter. This new form is obtained via the cross-frequency ratio, which is de�ned as the
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difference between the conventional and cross-frequency forms of the calibration fac-

tors. The cross-frequency form of the factor is obtained by multiplying the conventional

form by the ratio,

K ( ~f j ; ~f j )X (f i ; ~f j ) = K (f i ; ~f j ) : (3.2)

The cross-frequency calibration ratio,X , represents the difference between the pre-

existing LTI calibration factor and the desired cross-frequency form. Prior to the deriva-

tion of the ratio three key assumptions were established. The �rst assumption states that

the frequency vector corresponding to the LTI calibration factor is the same vector of

frequencies used for the receive terms in the cross-frequency measurement,f = ~f j .

The second assumption states that the system loss term in Eq. (2.4) is the product of

both the receive and transmit chain losses,L(f T x ; f Rx ) = LT (f T x )LR(f Rx ). The third

assumption states that radar system and range are physically constant between mea-

surements types.

The derivation begins by expanding both calibration factors into their full expres-

sions to identify and cancel any terms constant between both forms,

R4(4� )3L( ~f j ; ~f j )

GT ( ~f j )GR( ~f j ) ~� j
2 X (f i ; ~f j ) =

R4(4� )3L(f i ; ~f j )

GT (f i )GR( ~f j ) ~� j
2 :

The only terms not constant between the two forms are the transmit losses (L) and the

transmit antenna's gain (Gt ),

L( ~f j ; ~f j )

GT ( ~f j )
X (f i ; ~f j ) =

L(f i ; ~f j )
GT (f i )

:

the ratio term~X is then isolated,
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x(f i ; ~f j ) =
LT (f i )GT ( ~f j )

LT ( ~f j )GT (f i )
: (3.3)

Finding the cross-frequency ratio requires knowledge of the transmit antenna's gain

(Gt ) and the loss in the transmit signal (L t ), both across the receive frequency vector.

The transmit antenna's gain is a known quantity, as the antenna is a standardized model

designed for S-band operation and has its calcualted performance speci�ed in the de-

vice's datasheet. The expected gain for the transmit antenna is shown in Figure 3.4.

Notably, the plot shown in Figure 3.4 depicts the idealized performance of the antenna,

which is not an accurate re�ection of the realized device. However, any inef�ciencies

in the realized device's performance would be re�ected in the transmission loss term.

Figure 3.4: The gain of the NARDA developed S-Band Horn Antenna, model 644, used

as the transmit antenna in my radar system

Evaluating the amount of loss produced in only the transmit chain is a task that

requires further discussion as loss, in any regard, is a sensitive quantity and is in�uenced
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by many parameters, not all of which are controllable by the radar user. Two common

contributors that can be easily measured are cable attenuation and connector mismatch.

However, these losses are only a percentage of the total loss in a transmit chain, and the

summation of both measurements will fail to accurately re�ect the system's total loss.

A better approach to obtaining theL t value is to �nd the superposition of total loss in

the transmit propagation.

3.3.1 System Loss Representation and Acquisition

An excellent way to represent the loss in a system, which has been established as the

product of the transmit and receive chain losses, is as an MxN matrix, Figure 3.5, whose

rows and columns change with the transmit and receive frequencies, respectively. Every

element in this matrix represents the total system loss at any given transmit and receive

frequency measurement. The main diagonal of the loss matrix, which refers to the

elements wherei = j , represents the loss of the radar system during an LTI operation.

A single row from the matrix, wherei is a constant value andj is a vector of lengthn,

represents the radar system's loss during a cross-frequency operation.
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Figure 3.5: System loss represented as a 2-D matrix

An LTI system's loss can be acquired by �rst �nding a system's calibration factor

and then isolate the system's losses (L s),

LS(f ) =
K (f )GT (f )GR(f )� 2

R4(4� )3 : (3.4)

This approach to �nding a system's loss does require prior knowledge of the other

system parameters. However, most of these values are either provided via datasheets or

can be found via simple physical measurements.

Once the system loss is obtained, a common assumption is that the transit and re-

ceive chain losses can be treated equal due to physical symmetry. However, this as-

sumption is not applicable for my radar system as the transmit chain is equipped with

an ampli�er, Figure??. The utilization of an ampli�er on only the transmit side breaks

physical symmetry and bars theLT = LR assumption. Thus, to isolate the transmit

chain losses, the term needed to �nd the calibration factor ratio, requires knowledge of
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the loss in the system's receive chain,

LT ( ~f j ) =
K ( ~f J )GTGR

~� j
2

(4� )3R4LR( ~f J )
: (3.5)

To obtain the amount of loss in the system's receive chain, the ampli�er is removed

from the radar's transmit chain, as re�ected in Figure 3.6. Due to both the transmit

and receive chains using the same model and length of cabling, physical symmetry was

produced in the system by removing the ampli�er from the transmit side. The use of

theLT = LR assumption was enabled by establishing the physical symmetry,

LR( ~f j ) = LT ( ~f j ) =

s
K ( ~f J )GTGR

~� j
2

(4� )3R4 : (3.6)

The only difference between the symmetric and the asymmetric setups was the pres-

ence of the ampli�er on the transmit side since the same model and length of coax ca-

bling was used in the transmit and receive chains. The amount of loss measured in the

physically symmetrical system's receive chain is equal to the physically asymmetric

system's receive chain loss.

Figure 3.6: Block diagram of the physically symmetric monostatic system used to �nd

the physically asymmetric system's receive chain losses.
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The receive chain losses obtained using this approach were then compared to the

cable loss in the receive chain's coax cable out of an interest to check the possible ac-

curacy. The cable loss was expected to be the primary source of loss in the receive

chain, so this quantity for the comparison. The comparison provided more con�dence

in the accuracy of the total receive chain loss measured using the physically symmetric

system as the two measurements in Figure 3.7 showed close agreement across the fre-

quency sweep.

Figure 3.7: Comparing the cable loss of the coax used in the receive chain to the loss

extracted from the symmetrical calibration factor.

Equipped with the receive chain's loss, the original asymmetric system's transmit

losses were extracted. The resulting quantity shown in Figure 3.8 reports a negative

amount of loss, which indicates gain. This outcome was expected due to the ampli�er

on the transmit chain. Notably, the ampli�er offered, ideally, 19.5 dB of gain to the

transmit signal.
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Figure 3.8: The monostatic radar's transmit chain loss across the frequency sweep

3.4 Cross-Frequency Electromagnetic Solvers

Due to the time-varying nature of the loaded antennas, conventional electromagnetic

(EM) solvers could not be utilized due their LTI assumption. Many EM solvers operate

under an LTI assumption and are thus not applicable for the desired cross-frequency

simulations. Fortunately, a few EM solvers are capable of analyzing time-varying sys-

tem behavior. The �rst solver is a hybrid of conversion matrices (CM) and method

of moments (MoM) developed in-house [16]. The solver is able to quickly produce

results thanks to its frequency domain approach, wherein “a time-varying system's

response is described by the coupling between the voltages and currents at multiple

frequencies” [16]. The second solver is XFdtd, a commercial-grade application of the

�nite difference time-domain (FDTD) algorithm [17]. At a high level, the FDTD algo-

rithm operates by �rst discretizing a model into a mesh grid that divides the model into
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tiny segments referred to as cells. The algorithm then determines the model's time-

domain response by incrementally propagating �elds through the system at a given

time-stepping interval, thus allowing the program to analyze time-varying devices.

Modi�cations to XFdtd

Despite the apt use of XFdtd for the desired cross-frequency simulations, there were

two limitations with the program's utility that were addressed during this thesis work.

The �rst limitation addressed was that the program's method of creating time-varying

circuit de�nitions was relatively inef�cient. For example, in the case of a switch de�-

nition, every state transition had to be individually de�ned, requiring the user to set the

time when each transition would begin, how long it would take, and the target state.

As a solution, XFdtd's native scripting API was utilized to create a graphical interface,

shown in Figure 3.9, that could be used to automate the creation of a switch de�nition.

The GUI allows the user to de�ne a switch with a particular transition frequency, num-

ber of cycles, rise/fall times, and duty cycle. The script then takes these parameters and

de�nes a new de�nition automatically for the user.
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Figure 3.9: Switch De�nition GUI used in XFdtd

The second limitation of XFdtd is that users are barred from recording far-�eld data

when exciting their model with the program's native ramped sine wave. This restriction

was a signi�cant issue as the ability to record a time-varying structure's far-�eld per-

formance when excited with a pure-toned signal was necessary. Unfortunately, there

is no way to circumvent this restriction natively within the program, as Remcom sites

an issue with detecting far-�eld convergence as the reason for this restriction. Fortu-

nately, this restriction does not apply to user-de�ned waveforms. Thus, as a solution, a

MATLAB script was developed that would generate ramped sinusoids and export them

into a CSV �le format, which could then be imported into XFdtd. An example of these

ramped sinusoids is shown in Figure 3.10.
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Figure 3.10: A 3 GHz ramped sine wave that was used to excite the time-varying

scatters.
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Chapter 4

Application and Validation of Cross-Frequency Backscatter

In the previous chapter, the term cross-frequency backscatter was introduced along with

a set of procedures that could be used to quantify a time-varying DUT's scattering per-

formance. This chapter will begin by introducing the bowtie antenna used for the cross-

frequency measurements. Lessons and nuances to time-varying measurements gained

during the cross-frequency measurement process are also presented. The techniques

are essential in particular for producing consistent network analyzer measurements. Fi-

nally, the chapter concludes with the presentation of cross-frequency backscatter mea-

surements along with comparisons to simulation results. The agreement between the

measurements and simulation results provides credibility for methodology presented in

this thesis.

4.1 Design and Fabrication of the Bowtie

Applying and verifying the methodology in the previous chapter required me to �rst

design a time-varying scatter from scratch. A key feature the device was desired to

exhibit was a wide bandwidth, as it would maximize the number of harmonics that

could potentially scatter off of the device. Another possible feature of interest was for

the structure to be non-directional to help minimize the possibility of poor alignment
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between the DUT and the radar system causing disagreement between measurements

and simulations. One classical antenna design that meets these needs is the bowtie

antenna.

The bowtie antenna, sometimes called the butter�y antenna, is a modi�ed form of

the classic half-wavelength dipole, offering a broader bandwidth performance due to

the sides of the structure fanning out in a radial fashion, shown in Figure 4.1 [18].

This increased physical area allows for more frequencies to reside along the metallic

surface. Still like the half-wave dipole, the bowtie's end-to-end length will still play a

part in determining the operating frequencies. However, the structure's total frequency

range also depends on the angle between the two fanned sides [18]. By decreasing

the angle “D”, the structure's bandwidth will decrease. A bowtie antenna with a side

to side angle D of zero is simply a dipole. The average bowtie antenna will exhibit a

radiation pattern resembling the doughnut pattern of the half-wave dipole due to their

similar geometry. The bowtie's peak in its radiation pattern is located normal to the

antenna's face and centered above the middle of the structure. As shown in Figure 4.1,

The unloaded bowtie structure was designed to offer a VSWR less than three for 500

MHz and centered on 3 GHz.
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Figure 4.1: Model and picture of the 3 GHz tuned bowtie used as my time-varying

scatter

4.1.1 The Switch Loads

The switches used as the TV loads are the Analog Devices absorptive (ADG901)

and the re�ective (ADG902) radio frequency(RF) switches. The schematics for both

switches are shown in 4.2, wherein on top of the primary switching circuitry, the rea-

sons for the absorptive and re�ective tags can also be seen. In the case of the 901,

two 50 ohm loads are used to ground each RF terminal via grounding switches. The

grounding switches are inverted to the main switch located between the RF channels.

Assuming impedance matching, when the 901 switch is in its ”open” state, the RF

channels will be grounded the 50 ohm loads to minimize power re�ecting off the main

switch's ”open” terminals. The 902 model features a single ground switch, which when

the main switch is ”open” shorts to ground only the second RF channel. The �rst RF

channel is then left �oating, allowing any power residing on that channel to re�ect off

the main switch's open terminals.
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Figure 4.2: Schematic diagrams, respectively, of the ADG901 and ADG902 switches

Integrating these switches into my bowtie design required me �rst to create a gap

in the center of the structure wide enough to �t the small package. The switch was

then rotated so that the switch's RF channels would be lined up with the two bowtie

halves, ideally minimizing the switch's impact on the structure's performance. Trace

lines were then added to carry the switch's DC power, ground, and control signals.

These traces extend to the board's edge and connect to a four-pin header during the

fabrication process. Notably, a fourth trace only extends about halfway onto the board

from the pin header. This fourth trace is a ground line added to ease the process of

attaching the biasing network components that connect the power line and ground.
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Figure 4.3: The bowtie design updated with trace lines that integrate in the RF switch.

4.1.2 The Fabrication Process

The bowtie was printed onto a Rogers 3203 substrate board with a material thickness

of 0.55 millimeters and a dual sided electrically deposited 1 ounce copper layer. The

3203 substrate was chosen due to the material's low permitivity (" r =???), which was

intended to minimize the potential impact on the antenna's radiation performance. The

substrate also offered a unique material makeup that included no �berglass, allowing

for the board to be exposed to higher levels and longer duration of heat.

The bowtie was etched from the board's copper layer using the LPKF U4 laser etch-

ing machine. This machine was chosen for the job as it is capable of high-resolution

circuit board prints, offering a resolution of 2 mil lines and spaces. Unfortunately, due

to the board's thicker deposit of copper, one ounce, the board would often require mul-

tiple cycles through the system's heating and hatching sequences to thoroughly remove

the layer of copper from the substrate. The default number of cycles the machine rec-
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ommended was four hatching and only one heating sequence. Ten to twelve hatching

cycles and at least two heating sequences were found to be ideal for thoroughly remov-

ing the copper layer. A comparison between results obtained using the default and the

more optimal settings is shown in Figure 4.4. The need for multiple runs through the

laser etching sequence was why a board with a high heat tolerances was required. A

board with �berglass woven into its material makeup would easily burn during multiple

laser exposures.

Figure 4.4: Comparing the outcome of printing the bowtie using the default etching

settings against my modi�ed settings.

4.1.3 The Switch Control Network

The switches were powered via a twin lead feed that would supply the 2.75 volts from a

DC power supply located at the foot of the antenna under test (AUT) mounting pedestal.

The control signals were supplied to the switch from a signal generator via a 50-ohm

coax cable that transformed into twisted pair near the DUT. Figure 4.5 shows how this

feeding network looked when set up in the far-�eld chamber.
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